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1 GENERAL INFORMATION 

1.1 Introduction: 
The purpose of this Standard Operating Procedure (SOP) is to document the Met One Beta 
Attenuation Mass Monitor, model 1020 (BAM-1020) procedures used by the State of Alaska 
Department of Environmental Conservation (ADEC). The goal of this SOP is twofold; to 
formalize BAM-1020 installation, configuration and operation procedures in order to ensure 
comparability among all BAM-1020 data, and to describe information and modifications to the 
Met One BAM-1020 Operation Manual necessary to successfully integrate the BAM-1020 into 
the ADEC air monitoring network. The Met One Instrument's BAM-1020 Operation Manual 
contains a significant source of information pertinent to the operation, maintenance and understanding 
of this instrument. This manual is frequently referenced throughout this SOP and should be included 
as an appendix for this document. For the purposes of this SOP, the BAM 1020-9800 Rev E was used.  

1.2 Principle of Operation: 
The BAM-1020 measures and records hourly particulate mass concentrations in ambient air. The 
unit consists of three basic components; the central unit, the sampling pump and the sampling 
inlet hardware. Each component is self-contained and may be easily disconnected for servicing 
and replacement. 
 
The BAM-1020 uses beta ray attenuation to calculate collected particle mass concentrations in 
units of ug/m3. A14C element (<60 µCi) emits a constant source of high-energy electrons, also 
known as beta particles. The beta rays are attenuated as they collide with particles collected on a 
filter tape. The decrease in signal detected by the BAM-1020 scintillation counter is inversely 
proportional to the mass loading on the filter tape. A more detailed description of the “Principle 
of Operation” can be found on page 18 of the BAM 1020 Operation Manual. 
 

1.3 Safety Precautions: 
Only properly trained personnel should perform BAM-1020 testing, installation, operation, 
maintenance and calibration procedures. As with all monitoring equipment, precautions should be 
taken when working around electricity, power tools and on elevated platforms.  
 
The 14C radioactive source should never be dismantled, removed or tampered with. It will never 
be necessary for any field personnel to adjust, replace or touch the 14C source. All 14C issues will be 
handled by the manufacturer either under warrantee or at ADEC cost. When working close to the 14C 
beta source for any length of time, the wearing of long sleeves and laboratory gloves may help reduce 
possible exposure to 14C beta rays. 
 
The US EPA Code of Federal Regulations (CFR) allows no more than ten (10) BAM-1020 units 
at any one facility at one time. There are NO restrictions or special requirements (such as 
licenses or permits) to ship, receive or operate a BAM-1020 monitor within the State of Alaska. 

1.4 Interferences/Limitations: 
Moisture: The Met One BAM-1020 is a mass analyzer, and therefore any component that is 
suspended on the filter tape and attenuates beta rays will subsequently affect the average mass 
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value for that hour. To date, all ADEC purchased BAM-1020 monitors currently include or are in 
the process of being upgraded with an inlet heater kit. This heater kit is crucial for most 
applications throughout the State of Alaska. When the BAM-1020 internal relative humidity 
sensor detects inlet moisture content > 55% RH, the inlet heater will activate. Heat is applied to the 
inlet tube warming the inlet air ~ 3-5 OC above the ambient air temperature. The slight elevation 
in temperature prevents inlet air moisture from condensing on the filter tape. The internal inlet 
%RH sensor is only used as a triggering device and should not be used or confused with external 
%RH data. 
 
Reference Membrane: The reference membrane values generated during each hourly cycle are 
instrument drift values, not to be confused with span values. All BAM-1020 monitors purchased 
by the ADEC possess a reference membrane. Each ADEC BAM-1020 monitor should be deployed 
with a Met One BAM-1020 Operation Manual that is unique to that instrument. Page 80, Appendix 
B of the BAM-1020 manual lists the calibration and membrane values specific to the serial number 
of the instrument indicated. The density of the reference membrane for any particular BAM-1020 is 
listed on the line labeled "ABS", a value typically between 0.800 to 0.850 mg/cm2. Each hour, this 
membrane is automatically positioned in the beta path and analyzed for instrument drift. The 
analysis of this membrane is integrated and displayed on the BAM-1020 display screen as "LAST 
m:" during the following hour. The purpose of the membrane is only to monitor instrument drift 
from factory calibrations. The "LAST m:" value should not be used or confused with instrument span 
values. The BAM-1020 does not have the capability to analyze or report any span value 
information. If a "LAST m:" value differs more than +/- 5% from expected, then the mass data 
for that hour should appear flagged with a “D” (Deviant Membrane Density). This would indicate 
that the Reference Membrane was out of limits by more than +/- 5%.  
 

2 INSTALLATION PROCEDURE 
The BAM-1020 Installation procedure has been separated into the following nine (9) areas. Each 
area is described in further detail. 
 

1. List of tools/supplies 
2. Physical Inspection. 
3. Siting. 
4. Installing BAM-1020 Central Unit. 
5. Drilling Inlet Tube Hole. 
6. Attaching Inlet Support Hardware. 
7. Tape Loading. 
8. Pump Connection. 
9. Outside Temperature (OT) Connection. 

2.1 List of Tools/Supplies: 
1. Hole saw/bits (1 3/8" and 2 1/4"). 
2. Weather proof silicone or roof sealant. 
3. 2 conductor cable (min. AWG 20 gauge). 
4. Tape (i.e. Scotch or masking). 
5. 4 lag screws adequate for roof mounting plate. 
6. Rack mounting screws. 
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7. Tools that include drill, screwdriver and socket set. 
8. Certified flow standard capable of measuring 16.7 L/min. 
9. Certified temperature and pressure standard 

2.2 Physical Inspection 
Upon receipt of a BAM-1020, inspect equipment and accessories for completeness and for 
shipping damage. If shortage or damage is found, immediately notify your supervisor and/or your 
agency's shipping department. 
 
NOTE: The BAM-1020 should never be moved unless the two hard foam packing rings (referred 
to as donuts) are placed around the transport rollers. Failure to install the donuts can cause 
severe damage to the instrument. 
 
List of BAM-1020 Components: 

1. BAM-1020 central unit. 
2. Vacuum pump. 
3. Inlet Tubing. 
4. PM10 FRM Inlet. 
5. PM2.5 Sharp Cut Cyclone (SCC) Inlet. 

6. Pump tubing and wiring. 
7. Heater Kit. 
8. Inlet Support Brackets. 
9. Outside Temperature Sensor. 

2.3 Siting: 
The BAM monitor has specific physical requirements that should be considered prior to installation. 
The BAM-1020 central unit and pump is neither waterproof nor water-resistant and must be 
protected from moisture. The BAM-1020 was designed to operate in a temperature-controlled 
enclosure between 0 °C and 40 °C, and where the relative humidity is not condensing and does 
not exceed 90%. All ADEC BAM-1020 monitors will be deployed inside a weather-proof and 
temperature controlled structure. 
 
In general, when choosing the location for BAM-1020 monitor, it may help to consider the 
following items: 
 

1. Inlet radius clearance: The BAM-1020 inlet must have a one (1) meter radius free of any 
objects that may influence air flow characteristics, including the air flow radius of another 
instrument. For example, if a BAM-1020 is to be installed at a station with another BAM-
1020 or a PM2.5 FRM filter sampler, the inlets of each sampler must be no less than two (1) 
meters apart from each other. If installing near a PM10 SSI HiVol sampler, then the distance 
between the inlets of the BAM-1020 and the HiVol must be no less than three (2) meters. 
These distances are Federal EPA requirements (40 CFR Part 58). 

2. Inlet height: The height of the inlet should be equal to the height of the federal reference 
method filter samplers such as the PM10 head on the PM2.5 FRM or the large round PM10 
impactor on the SSI HiVol. 

3. Distance between BAM-1020 and station ceiling: A minimum distance of at least eight 
(8) inches is required between the top of the BAM-1020 and ceiling. This distance is 
necessary to safely accommodate the inlet heater kit and insulation. 
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4. Heater Kit: The inlet heater kit includes a heater block that slides over the lower end of the 
inlet tube (inside the station). When installed, the heater will cover approximately four 
(4) inches in length of the inlet tube. The installed heater should be a minimum of two (2) 
inches away from any object at either end of the heater, such as the instrument rack or ceiling. 
These measurements suggest that the minimum distance between the BAM-1020 central 
unit and the ceiling should be NO less than eight (8) inches. 

5. Inlet: The straight, vertical inlet tubing of the BAM-1020 limits the placement of the 
BAM-1020 central unit. The BAM-1020 inlet tubing is a 1 5/16" OD, 8' long rigid 
aluminum tube. The lower end of the inlet tube inserts directly into the top of the BAM-1020 
housing, the other end points horizontally upward through all roofing material and above 
the roof line. The selected particle size inlet(s) are mounted on the upper end of the inlet 
tube. The BAM-1020 FRM PM10 head should be installed so that its height is equal to the 
same inlet height of the PM2.5 FRM or HiVol SSI filter sampler heads.  In addition, the 
sampler inlet must be between 2 meters above the roof line and between 2 to 15 meters above 
the ground.  Provisions must be made during installation to allow future removal, 
maintenance and re-installation of all equipment. 

6. Specifications: Specifications for siting a BAM-1020 will mirror the Federal EPA PM2.5 
criteria listed in the Code of Federal Regulations (40 CFR, Part 58). 

2.4 Installing BAM-1020 Central Unit: 
The BAM-1020 can be rack mounted, placed on a table, shelf or other flat surface. As with all 
instrumentation installations, the racks, table or fixture must be secure and the overall installation 
must protect both the instrument and personnel. 
 
Because the BAM-1020 connector fitting for the inlet tube is located on top of the BAM-1020 
central unit, installation of the BAM-1020 does not allow for other instruments to be mounted 
above it. However the BAM-1020 is installed, space for the vertical position of the inlet tube must be 
taken into account. 

2.5 Drilling Inlet Tube Hole: 
Applications may vary due to structural and material makeup. Forethought may help alleviate 
problems and frustration. After locating a suitable place for the BAM-1020 monitor, the holes for 
the BAM inlet tube can be drilled. Protect instruments from falling debris. The inlet support 
hardware should include a rooftop mounting plate for stations with a flat roof. The mounting plate 
has a circular ridge that protrudes beneath the surface and therefore a 2¼” diameter recess must 
be made on top of the roof in order to accommodate the ridge. 
 
Inside station ceiling hole: The hole on the inside of the station should only be large enough to 
accommodate the outside diameter of the inlet tube. Use a 1 3/8" diameter hole saw. A plumb 
bob can help locate the best position on the ceiling of air monitoring stations. Drill a 1 3/8" hole 
vertically through the ceiling directly above the BAM-1020 monitor inlet spout. STOP drilling 
when the tip of the guide bit just begins to poke through the top of the roof. The drill bit hole will be 
used as a guide when drilling down from above and therefore do NOT drill a 1 3/8" hole all the way 
through the roof. 
 
Outside roof top hole: Relocate to the topside of the roof after drilling the 1 3/8" inside ceiling 
hole from underneath (remember to only drill until the hole saw bit just pokes through the roof 
top). Using the hole created by the guide drill of the 1 3/8” hole saw bit, drill downward with a 2 ¼” 
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hole saw until the hole is deep enough to accommodate the roof mounting plate. 

2.6 Attaching Inlet Support Hardware: 
Affix the inlet mounting plate to the top of the roof with plenty of weatherproof sealant and four 
adequate lag bolts. Attach the supplied inlet coupler to the mounting plate. Slide the inlet tube 
through the coupler, plate, roof and ceiling. From inside the station, gently insert and seat the 
bottom end of the inlet tube into the top of the BAM-1020 central unit. Test seal with water. Two 
(2) additional lag screws, the two supplied inlet brackets and the single (1) supplied hose clamp 
can be used to help support the inlet tube. The inlet(s) can now be attached to the top end of the 
inlet tube. 

2.7 Tape Loading 
Loading the tape must be performed before accessing other BAM-1020 functions. A diagram of 
the Filter Tape area can be found on page 33 of the BAM 1020-9800 Rev E Operator Manual.  
Begin by lifting the pinch roller (the pin with the black roller located in the upper front of the 
BAM) and locking the roller into position with the latch (located immediately to the left of the pinch 
roller). Remove both clear spool caps by unscrewing the black knobs (bottom left and bottom right 
spools). Unroll approximately 2-3 feet of tape and slide the roll on to the bottom right spool 
(supply spool) of the BAM-1020. Position the supply spool so that as the tape unwinds on the 
spool, the roll turns counter clockwise. The tape will 'S' around the two center rollers by feeding 
around the left supply tension roller located just above and to the left of the supply spool, then around 
the right side of the right end roller located slightly above and to the right of the tension roller. The 
tape slides in the slit located between the source and detector, and between the pinch roller and 
capstan shaft (the thin metal shaft located just below the pinch roller). 'S' the tape around the left side 
of the left end roller (roller on the upper left), around the right side of the take-up tension roller 
(just below and to the right), then secure the end of the filter tape onto the take-up spool (located 
bottom left) with a small piece of Scotch tape. Wrap the filter tape approximately once around the 
take-up spool. The left side tape configuration should be a mirror image of the right side. 
 
Note: The take-up spool core will be removed with the used filter tape each time a new 
filter is installed. The spool core that is left when each filter tape role is completely used up 
should be moved from the right supply spool area to the left take-up spool area. Do not 
connect the filter tape directly to the take-up spool wheel; this will require you to unwind 
the complete filter tape the next time it is replaced. 
 
Lift up on the pinch roller (the latch will automatically unlock). Gently lower the pinch roller 
until it completely touches the filter tape against the capstan roller. Advance the tape about 10 
spaces, then reverse the tape about 5 (this will help position the tape on to the rollers). Advance 
the tape by: 
 

1) Press the "TEST" soft key. 

2) Using the right arrow key, move the cursor over to ‘TAPE' and press the 

"SELECT" soft key. 

3) With the up or down arrow keys, adjust the number on the 'FEED:' line until '10 

MORE WINDOWS' is displayed. 
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4) Press the "FWD" soft key 

5) Wait until the 'X:' display reads '10 WINDOW (S)' 

6) With the up or down arrow keys, adjust the number on the 'FEED:' line until '5 

MORE WINDOWS' is displayed. 

7) Press the "BKWD" soft key. 

8) Visually check tape for binding, tears or other obvious problems. Wherever the tape 

comes in contact with the rollers, the entire width of the tape should be on the 

roller with a little bit of the roller's edge showing. 

9) Press the "EXIT" soft key. The BAM-1020 tape is now loaded and adjusted. 

2.8 Pump Connection: 
The pump connects to the BAM-1020 with the supplied clear vacuum tube and 2-lead wire. 
 
Pump wiring: Attach one end of the supplied 2-lead wire to the two inside terminals on the pump, 
and the other end to the terminals on the rear of the BAM unit labeled 'PUMP CONTROL'. 
 
Pump tubing: Insert one end of the supplied clear tubing to the only flow 'inlet' connector of the 
pump, and the other end of the tubing to the only tube connector located to the lower rear of the 
BAM unit. Push in each end of the tubing all the way, then pull back slightly to ensure a good seal. 
The tubing should remain at least 6 feet in length to help reduce any possible flow fluctuations caused 
by the pump. 

2.9 Outside Temperature (OT) Connection: 
All ADEC deployed BAM-1020 monitors will be configured for volumetric flow control. This 
will require the installation of the supplied OT sensor. The BAM-1020 OT sensor must be 
calibrated prior to the BAM-1020 monitor flow calibration. 
 
Connect the four (4) OT thermister cable wires to the black input blocks on the back of the BAM 1020. 
This temperature sensor must be attached to the terminal marked “Chan 6”. The yellow wire 
connects to the screw marked “Sig”, the black/white wire connects to “Com”, the red wire 
connects to “Power” and the Green wire connects to “ID”. A diagram of these connections can 
be found on page 15 of the BAM 1020-9800 Rev E Operator Manual. The tables used to describe 
the terminal connections can be found in appendix F, figure 61. 

3 INSTALLATION PROCEDURE 

3.1 Configure BAM-1020: 
Each BAM-1020 is calibrated at the factory and possesses unique calibration settings. The 
correct settings for each individual BAM-1020 are located in Appendix B of the BAM-1020 
Operation Manual. 
 
After making changes, it is always important to exit out to the main menu and return back to check if 
the changes were saved. If changes in the configuration have not been saved, the cause is often 
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due to a configuration parameter that is out of the BAM-1020 operating range or a value that is 
significantly different than the current operating conditions. 
 
When configuring or calibrating the BAM-1020, it is important to exit out to the main menu 
before proceeding to the next parameter. This will ensure that each change has been saved and that 
the BAM-1020 has updated to its new configuration or set point. The BAM-1020 is in the main 
menu when the bottom of the display shows the words "SETUP", "OPERATE", "TEST" and 
"TAPE". 
 
Clock Set: To set the clock: 
 

1. Press the "SETUP" soft key. 

2. Ensure that the cursor is in the word 'CLOCK and press the "SELECT" soft key.  

3. Use the cursor arrows to adjust the BAM-1020 date and time. 

4. Press the "SAVE" soft key. 

5. Press the "EXIT" soft key. 

6. Confirm BAM-1020 date and time display in main menu. 

Early Cycle Mode: There are two different configurations for the BAM-1020 analog output; the 
'Standard' mode and the 'Early' cycle mode. 

Note: This is a setup of the BAM analog output so this should work for all data loggers.  
 
If a BAM 1020 is to be connected to an external data logger, the “Early” cycle mode must be 
used. This is done so that the data logger will capture BAM-1020 data within the correct hour. To 
configure the BAM-1020 to "EARLY' cycle mode: 
 

1. Press the "SETUP" soft key. 

2. Use the arrow keys to move the cursor to the word “INTERFACE” and press the 

"SELECT" soft key. 

3. The word 'EARLY' should be displayed to the immediate right of 'Cycle Mode:'. 

4. If the word 'STANDARD" is displayed, press the up arrow key once. The 

word 'EARLY' should appear. 

5. Change 'STANDARD' to 'CYCLE' by pressing the down arrow key once. 

6. Press the "SAVE" soft key. 

7. Press the "EXIT" soft key. 

8. Confirm 'EARLY' cycle mode configuration by performing steps 1 through 3. 

 

Volumetric flow mode configuration: 
There are two different configurations for flow; 'METERED' and 'VOLUMETRIC (the 
calibration process is different for each mode). For Federal Reference Method (FRM) PM2.5 filter 
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comparability, all BAM-1020 monitors purchased by the ADEC have been configured for 
'VOLUMETRIC’ flow control. To check the BAM-1020 for correct 'VOLUMETRIC’ flow control 
configuration: 
 

1. Press the "SETUP" soft key. 

2. Use the arrow keys to move the cursor over the word 'Calibrate' and press "SELECT". 

3. The word 'VOLUMETRIC’ should be displayed to the immediate right of 'FLOW 

TYPE'. 

4. If the word 'METERED' is displayed, use the down arrow key to change the word 

'METERED' to ‘VOLUMETRIC’. 

5. Press the "SAVE" soft key. 

6. Press the "EXIT" soft key. 

7. Confirm ‘VOLUMETRIC’ flow control configuration by performing steps 1 through 3. 

4 START SAMPLING 
To start sampling:  

1. From the main menu, press the "OPERATE" soft key. 

2. Press the "NORMAL" soft key. The BAM-1020 may take up to two (2) minutes before 
sampling. Tape movement will occur approximately four (4) minutes before the beginning 
of the next collection cycle. 
 
Note: If the sampler is not left in the Normal Operate mode it may interfere with the remote 

communication process. 
 

3. Download the System configuration. 
a. Check and insure the date is correct 
b. Check and insure the time is correct (within 10 sec of NIST) 
c. Check and insure the ABS number is correct for the BAM being used. 
 

Note: This information should be kept as part of the permanent record for the site.  

5 ROUTINE SERVICE CHECKS 

5.1 General Information 
Perform the following checks on the BAM-1020 at the intervals specified in the service schedule. 
The checks may be performed more frequently but should be performed at least at the prescribed 
intervals. Document all results and maintenance activities.  Use the BAM 1020 Monthly QC Check 
Form to document required monthly BAM flow rate verifications.  

5.2 Daily Checks 
Review station data logger values for correct operation of the BAM-1020.  
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5.3 Weekly Checks 
Check the BAM-1020 filter tape. One roll of filter tape should last approximately 
2 months. Replace when necessary. 

5.4 Biweekly Checks 
Download data records and error records directly from the BAM. This data should be used to 
verify the data collection via modem or other communications methods. 
 
Note: This may need to be done on a more frequent basis. The BAM will only store the last 
100 errors. 

5.5 Monthly Checks 
Perform a BAM-1020 inlet flow check to ensure the sampler flow rate is operating at 16.7 liters 
per minute.   
 
For PM10 the flow rate criteria is: 

 ≤± 10% ∆ (design flow) and 
≤± 7% ∆ of NIST traceable flow standard value. 

 
For PM2.5 the flow rate criteria is: 

≤± 5% ∆ (design flow) and 
≤± 4% ∆ of NIST traceable flow standard value. 

 

5.6 Quarterly Checks 
 

1. Clean the sharp cut cyclone inlet. 

2. Clean the FRM PM10 inlet. 

3. Make copies of all pertinent log sheets and log books for data validation and quarterly reports. 

4. Download data files and error records. 

5.7 Semiannual Checks 
Perform semi-annual verification/calibration of the external ambient temperature sensor, internal 
pressure sensor and volumetric flow controller.
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Network Agency: Station Location:
Contractor: Site Name:

Date: Time: 
Auditor: Observer: 

 
SAMPLER INFORMATION

Sampler: PM10 Continuous monitor Manufacturer:  Met One M/N:  BAM 1020 w/inline heater S/N:
PM10 Inlet Impaction

Audit Device Manufacturer:  M/N:  S/N:  
certified by:  cert date: exp. date: Device certified for temperature, pressure & flow measurements

Sampler Data
Flow Ambient Flow Rate Accuracy Design
QC Temp. Ambient Pressure ∆ H2O Flow Rate Amb. Temp. Amb. Press. Amb. Temp. Amb. Press. (S-QC)/ (QC -16.7)/

Device (oC) (mbHg) (mmHg) (inches) Qa (L/min) Qa (L/min) Inlet (oC) (mmHg) (oC) (mmHg) QC*100 16.7*100

Sampler Leak Check
ID (L/min) Date Date Date

Flow Check QC % ∆ = [(Qa,BAM - Qa,orifice)/Qa,orifice]*100 QC % ∆ ≤± 7%
QC (Data Validation) % ∆ = [(Qa,sampler - Qa,orifice)/Qa,orifice]*100 QC % ∆ ≤ ± 10%
Design Condition % ∆ = [(Qa, BAM - 16.7)/16.7]*100 Design Condition % ∆  ≤± 10 %

Temperature Check QC ∆ = BAM Temperature (ambient) - QC Check Std. temperature (ambient) QC ∆  ≤± 4oC
Pressure Check QC ∆ = BAM Pressure - QC Check Std. Pressure QC ∆  ≤± 10 mmHg.
Time QC Check QC ∆ = Sampler Time - QC Std. Time Time ∆ ≤± 1 minute
Leak Check ≤ 1.5 liters/minute

Notes:

QC Standards Data Difference (∆) Flow Rate % ∆
Sampler - QC Flow Std

ALASKA DEPARTMENT OF ENVIRONMENTAL CONSERVATION
 Monthly PM10 β Attenuation Monitor Flow Rate, Temperature & Pressure QC Check

QUALITY CONTROL (QC) CHECK STANDARDS INFORMATION

QC CHECK RESULTS

Monthly QC Check Criteria

QC Standard Time (AST) Sampler Time (AST) ∆
hour:minute:second hour:minute:second hour:minute:second
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Network Agency: Station Location:
Contractor: Site Name:

Date: Time: 
Auditor: Observer: 

 
SAMPLER INFORMATION

Sampler: PM10 Continuous monitor Manufacturer:  Met One M/N:  BAM 1020 w/inline heater S/N:
PM10 Inlet Impaction PM2.5 Inlet: Cyclone

Audit Device Manufacturer:  M/N:  S/N:  
certified by:  cert date: exp. date: Device certified for temperature, pressure & flow measurements

Sampler Data
Flow Ambient Flow Rate Accuracy Design
QC Temp. Ambient Pressure ∆  H2O Flow Rate Amb. Temp. Amb. Press. Amb. Temp. Amb. Press. (S-QC)/ (QC -16.7)/

Device (oC) (mbHg) (mmHg) (inches) Qa (L/min) Qa (L/min) Inlet (oC) (mmHg) (oC) (mmHg) QC*100 16.7*100

Sampler Leak Check

ID (L/min.) Date Date Date

Flow Check QC % ∆ = [(Qa,BAM - Qa,orifice)/Qa,orifice]*100 QC % ∆ ≤± 4%
Design Condition % ∆ = [(Qa, BAM - 16.7)/16.7]*100 Design Condition % ∆  ≤± 5%

Temperature Check QC ∆ = BAM Temperature (ambient) - QC Check Std. temperature (ambient) QC ∆  ≤± 4oC
Pressure Check QC ∆ = BAM Pressure - QC Check Std. Pressure QC ∆  ≤± 10 mmHg.
Time QC Check QC ∆ = Sampler Time - QC Std. Time Time ∆ ≤± 1 minute
Leak Check ≤ 1.5 liters/minute

Notes:

QC Standards Data Difference (∆) Flow Rate % ∆
Sampler - QC Flow Std

ALASKA DEPARTMENT OF ENVIRONMENTAL CONSERVATION
 Monthly PM2.5 β Attenuation Monitor Flow Rate, Temperature & Pressure QC Check

QUALITY CONTROL (QC) CHECK STANDARDS INFORMATION

QC CHECK RESULTS

Monthly QC Check Criteria

QC Standard Time (AST) Sampler Time (AST) ∆
hour:minute:second hour:minute:second hour:minute:second
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6 MAINTENANCE PROCEDURES 

6.1 General Information 
Normal BAM-1020 maintenance requires keeping the BAM-1020 central unit dust free and all 
sampler inlets clean. 

6.2 Sampler Maintenance 
As with all monitoring equipment, the BAM-1020 should be kept clean and dust free. Use a lint 
free cloth to remove dust. Remove all inlet filter screens and wash with soap and water. 

6.3 PM2.5 Sharp Cut Cyclone (SCC) Maintenance 
The PM2.5 SCC inlet requires removal from the inlet tube, disassembly and cleaning. The inlet 
should be thoroughly cleaned every 3 months. Disassemble the SCC and wipe clean with lint 
free cloth. Ensure that all 'O' ring surfaces are in excellent shape, greased and re-installed correctly. 

6.4 PM10 Inlet Maintenance 
The PM10 inlet requires removal from the inlet tube, disassembly and cleaning. The inlet should 
be thoroughly cleaned every 3 months. Disassemble the PM10 inlet and wipe clean with lint free 
cloth. Ensure that all 'O' ring surfaces are in excellent shape, greased and re-installed correctly. 
 

6.5 pump rebuild 
Please see Tech Note # 5 
 

7 TROUBLESHOOTING 

7.1 General Information 
A desktop or laptop computer is an important tool when verifying proper data logger acquisition 
and troubleshooting. Error codes and BAM-1020 data can be observed and downloaded using the 
Microsoft Windows HyperTerminal software program. The HyperTerminal Properties and 
Advanced Port Settings are: 
 
1. Properties Screen: 
 

Bits per second: 9600 
Data bits: 8 
Parity: None 
Stop bits: 1 
Flow control: None 
 

2. Advanced Port Settings Screen: 
 

Remove check from "Use FIFO buffers" 
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Connect the computer port cable to the upper RS232 connector located at the rear of the BAM-
1020. Activate the HyperTerminal program and press the computer's return button three times. 
An asterisk (*) should appear. If not, depress the small white and red polarity toggle switch located 
next to the RS232 connector on the back of the BAM-1020. Type the letter ‘H’ and a menu will 
appear. To download BAM-1020 data to a laptop or desk computer, the 'Capture Text' function of 
HyperTerminal can be used. 
 
Should the BAM-1020 fail to operate, refer to section 10.3 of the BAM-1020 operating manual. 
This section contains a troubleshooting guide that outlines symptoms, checkpoints, probable 
causes and remedies for general problems. 

8 Acceptance Test Procedures  

8.1 General Information and Acceptance Test Log 
The following outlines the acceptance test procedures for the BAM-1020. Before beginning 
acceptance testing of the BAM-1020, read the operating manual thoroughly to become familiar with 
the theory of operation and hardware of the instrument. Initiate an acceptance test log and an 
acceptance test report. Record the dates of the individual tests, problems, and contacts with the 
manufacturer, and any other pertinent information on the acceptance test log. 

8.2 Physical Inspection 
Before the shipping container is opened, check the outside surfaces of the shipping containers for 
obvious damage. If there is any damage to the shipping container, notify the people used to ship 
the BAM before opening and follow their recommended procedures.  
 
Unpack the instrument and check for physical damage. Verify that the sampler is complete and 
includes operational manuals, service manuals and all options and parts required by the purchase 
order. 
 
Check for correct power cord phasing; standard wiring configuration has the black wire 
connected to the brass terminal of the plug, white to the copper terminal, and green to earth 
ground. 
 
Complete assembly of any accessory parts required before performing the acceptance test. This 
may include the water trap, neck piece, inlet tube, PM 2.5 cyclonic separator, pump, and tubing. 
 
Complete installation of all cables or signal output wiring, following instructions in the 
manufacturer's manual. 

8.3 Operational Checks 
Prior to beginning acceptance procedures, refer to the manufacturer's operating manual for 
performance of the operational results. 
 
If the BAM is to be connected to an external datalogger the BAM-Datalogger connections should 
be completed before turning on power. 
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If the BAM analog outputs are going to be used to perform the following tests, connect a strip 
chart recorder to the instrument analog output so that variations may be monitored and evaluated.  
Recorder charts should be cut into 24-hour segments and labeled at the bottom with the 
following: 
 

1.  Test Performed 

2.  Date of Test 

3.  Manufacturer, Model number and Serial Number of BAM-1020  

4. Recorder identification, range, trace color, parameter identification. 
 
Clear and precise notations should be entered on the chart indicating when the tests were started 
and ended, pertinent information regarding sample flow, voltages, temperatures, and any unusual 
conditions observed. Charts should be attached to the final acceptance reports. 

8.4 Perform Operational Checks: 
Once the BAM-1020 is completely assembled and meets all of the physical specifications, turn on 
the main power switch. The top menu will appear on the display above four "soft" keys. Make 
note of PROM version at this time. Following instructions in section 4.7, load the filter tape. 
 
Refer to sections 4 and 5 of the operating manual to become familiar with the proper operation of 
each of the four "soft keys". After verification that all switches and controls operate properly, 
proceed on with the manual to complete the acceptance testing. Record results and indicate pass or 
fail on the acceptance test report data sheet. 
 
Refer to section 4.18 of operation manual (SETUP: INTERFACE). Set cycle mode to "Standard", 
Refer to section 8.1 of the operation manual. Set the analog output (Volts out) on rear of 
instrument to 1.0 Volt. 
 
Refer to section 4.13 of the operation manual. Use "Setup" mode, select "SAMPLE", Set "Range" 
to 0.1mg/m3. The default Password is F1, F2, F3 and F4. Setup "FLOW" to "VOLUMETRIC". 
After verifying range can be selected, return to 1.000 mg Full Scale, and click "SAVE". 
 
If applicable, connect the appropriate meteorological sensors or simulator to the rear of the 
instrument; refer to section "translator interconnect" BX-964 of the operation manual. The 
outside ambient temperature sensor must be connected to Chan 6 for volumetric flow 
calibration and test. 
 
Refer to section 4.14 and Appendix B of the operating manual to ensure proper ABS: number is 
loaded in memory. Once verified (may have to contact factory), create a typed label in the form 
"ABS: nnnn" and affix to the side of the Beta source mounting block, where it will be readily visible 
with the display/tape access door open. 
 
Refer to section 4.10 Starting Measurement Cycles and follow steps 1 through 6 to begin 
operation. After a few hours of monitoring room air, the chart recorder trace should look similar to 
the "standard timing" depicted in section 4.18, fig 25 of the operation manual. 
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To ensure that the meteorological sensors are "operating", press INST on the Operate Mode 
screen. The various sensor outputs should be displayed. Exit to main menu, press "TEST", then 
"FLOW”, and proceed to "VOLUMETRIC FLOW CALIBRATION MODE" menu. Ensure 
"BAM" and "REFERENCE" temperatures agree with AT (ambient temperature) display. 
 
Check the flow by using a certified mass flow meter (MFM) and Flow Test Adapter with shut-off 
petcock. BE SURE PETCOCK IS FULL OPEN BEFORE STARTING FLOW CHECKS. Flow 
should be 16.7 VLPM (+/- 0.2 LPM). If necessary convert reference MFM standard flow to 
volumetric using room ambient temperature and pressure values. Record standard and volumetric 
flows on data sheet. Disconnect flow test tubing from the BAM-1020 inlet. Select TEST: FLOW 
screen. Slowly close petcock. Let stabilize for a few minutes, then make a note of leak rate from 
BAM FLOW display (< 1.5 LPM). SLOWLY open petcock, and observe that flow returns to set 
point before proceeding. Remove test adapters. Allow the BAM-1020 test setup to run 
undisturbed for several hours (preferably overnight) before proceeding. 
 
To ensure that the internal Data Logging of the BAM-1020 is operating properly, connect a PC to the 
RS232 port at the rear of the instrument. Download the stored data. Data from all of the connected 
sensors as well as the concentration should be displayed hourly. If there have been any failures, 
such as power fail or a tape break, an error code should be displayed as indicated in section 4.16 
page 47 of the operation manual. 

9 Calibration Procedures 

9.1 Background and General Information 
9.1.1 Introduction 
The purpose of this section is to outline the Met One Beta Attenuation Mass Monitor, model 
1020 (BAM-1020) verification and calibration procedures used by ADEC. The Met One 
Instrument's BAM-1020 Operation Manual is an important resource of information for BAM-
1020 calibrations, and therefore the ADEC highly recommends a thorough review of the BAM-
1020 Operation Manual. 

9.1.2 Overview 
The BAM-1020 requires the calibration of the outside temperature sensor (OT), the internal pressure 
sensor and the volumetric flow controller. There are two separate flow configurations for the 
BAM; metered flow or volumetric flow.  
All BAM-1020 monitors purchased by the ADEC will be configured in the volumetric flow 
mode (thus requiring the installation of an OT sensor). 
When configuring or calibrating the BAM-1020, a specific instrument password will be required. 
The password can be obtained by contacting the station administrator. 

9.1.3 Apparatus for BAM-1020 Calibration 
1. NIST-traceable flow transfer standard 

2. NIST-traceable temperature meter 

3. NIST-traceable pressure meter 

4. Tubing 
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5. Calibration forms or laptop computer 

9.1.4 General Information 
The calibration of the Met-One BAM Monitor should be performed in the following steps: 
 

1. Ambient temperature sensor calibration/verification. 

2. Ambient pressure sensor calibration/verification. 

3. Volumetric flow calibration/verification.  

 
Record all calibration information and data. 
 
It is important to exit back to the main menu between each complete calibration parameter. As 
with most software driven monitoring equipment, returning to the main menu between 
calibrations can be imperative when adjustments are made to specific components that ultimately 
impact the calibration and/or operation of the instrument's other components. Exiting out of the 
calibration screen and returning to the main menu between calibrating each component allows 
the BAM-1020 to completely update any configurations or changes made. Temperature and 
pressure changes are especially critical with respect to the BAM-1020's volumetric flow control. 

9.2 Calibrations 
9.2.1 Calibration Transfer Standards and Equipment: 
All calibration transfer standard equipment must possess up-to-date certification. Certified 
temperature and pressure sensors are required for both BAM-1020 OT and pressure calibrations. 
A certified flow meter or certified fixed orifice device (such as the FTS Streamline) will be 
required for flow calibrations. 
 
Allow all AC powered equipment to equilibrate to ambient conditions for a minimum of 1 (one) 
hour. 
 

9.2.3 Temperature Sensor Calibration (OT): 
The BAM-1020 external OT sensor is calibrated by initiating the BAM-1020 temperature 
calibration sequence and entering in a single ambient temperature value. Perform the following 
steps to calibrate the BAM-1020 OT sensor: 
 

1. In the BAM-1020 main menu, press the "TEST" soft key. 

2. Using the right arrow key, move the cursor over to the word 'FLOW’ and press the 

"SELECT" soft key. 

3. With the arrow keys, enter the corrected ambient temperature (in °C) on the row to the 

right of 'AMBIENT TEMPERATURE', under the column labeled 'REFERENCE'. 

4. Press the "ADJUST/SAVE" soft key. 

5. Press the "EXIT" soft key. 
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6. Confirm OT calibration by performing steps 1 through 3. 

9.2.4 Barometric Pressure Sensor Calibration: 
The BAM-1020 internal barometric pressure sensor is calibrated by initiating the BAM-1020 
barometric sensor calibration sequence and entering in a single ambient pressure value. Perform 
the following steps to calibrate the BAM-1020 barometric pressure sensor: 
 

1. Press the "TEST" soft key from the main menu. 

2. Using the right arrow key, move the cursor over to the word 'FLOW’ and press the 

"SELECT" soft key. 

3.  Press the "NEXT" soft key. 

4. With the arrow keys, enter the corrected ambient pressure (in mmHg) on the row to the 

right of 'BAROMETRIC PRESSURE', under the column labeled 'REFERENCE'. 

5. Press the "ADJUST/SAVE" soft key. 

6. Press the "EXIT" soft key. 

7. Confirm the internal pressure calibration by performing steps 1 through 3. 

9.2.5 Volumetric Flow Rate Calibration 
The BAM-1020 volumetric flow controller is calibrated by initiating the BAM-1020 volumetric 
flow calibration sequence and entering in a single through-the-inlet volumetric flow value. To 
acquire the correct volumetric flow value, remove the PM10 inlet and measure the standard mass 
flow of the BAM-1020 (leave the PM2.5 SCC inlet attached to the inlet tube if sampling PM2.5). 
Convert the measured standard flow to volumetric flow using a certified transfer standard 
ambient temperature and pressure values. Enter the calculated volumetric flow into the BAM-
1020 by: 
 

1. Press the "TEST" soft key. 

2. Using the right arrow key, move the cursor over to the word 'FLOW’ and press the 

"SELECT" soft key. 

3. Press the "PUMP ON" soft key and allow pump to run for several minutes (the cursor 

will automatically move to the 'VOLUMETRIC FLOWRATE' row under the column 

labeled 'REFERENCE'. The value in the 'VOLUMETRIC FLOWRATE' row under the 

‘BAM' column must read 16.7. 

4. At the inlet on the rooftop, remove the PM10 inlet and measure the standard flow rate 

through the inlet tube (leave on the PM2.5 inlet on if present). 

5. Calculate the volumetric flow rate. The equation to convert standard flow rate to 

volumetric flow is: 

 



Met One BAM 1020 SOP   page 22 of 53 

Volumetric flow  =   ( std. flow* )( 760 mm Hg )( ambient temp in K ) 
( ambient pressure in mm Hg )( 298 K ) 

 
*Note: the equation for standard flow used above is: 
 
std. flow = [(MFM disp)(MFM cert. slope)] + (MFM cert. intercept) 

 
6. With the arrow keys, enter in the calculated volumetric flow rate. 

7. Press the "ADJUST/SAVE" soft key. 

8. Press the "EXIT" soft key (pressing the "EXIT" soft key will automatically turn 

off the pump). 

9. Verify the correct flow rate by repeating steps 1 through 3. The calculated 

volumetric flow must be within ± 2% of 16.7 L/min (between 16.4 and 17.0 L/m). The 

equation for calculating the percent difference is: 

 
% diff. = (Volumetric flow - 16.7)   x   100% 

    16.7 

9.3 BAM-1020 Verification Procedures 
9.3.1 Flow Rate Verification: 
The flow rate can be verified using one of two procedures. One flow verification procedure can be 
performed while the BAM-1020 is in 'normal' operating mode. The other flow verification 
procedure can be performed by entering into the BAM-1020 flow calibration screen and turning 
on the pump (see Tech Note # 2). The preferred way to verify flow during monthly QC checks or 
annual calibrations is by the 'normal' operating mode procedure. When verifying flow after a 
BAM-1020 flow calibration, it will be more efficient to verify flow using the calibration mode 
procedure (this is because it may take up to two (2) hours for the BAM-1020 to start operating after 
it is placed in 'normal' operating mode). Perform either flow rate verification procedure by removing 
the FRM PM impactor (s) and measuring the flow through the inlet tube. To meet flow verification 
criteria, the calculated volumetric flow must be: 
  ≤± 4%∆ of the NIST traceable flow standard; and 

 ≤± 5%∆ of 16.67 lpm (for PM2.5); or 
≤± 10%∆ of 16.67 lpm (for PM10) 

 
Verifying flow in 'normal' operating mode: To verify the flow in 'normal' operating mode, simply 
remove the FRM PM impactor (s) and measure the flow. The BAM-1020 pump only runs for fifty 
(50) minutes of each hour. Be sure that the pump is running when checking flow in the 'normal' 
operating mode. 
 
Verifying flow in flow calibration mode: Configuring the BAM-1020 to verifying the flow in this 
mode is similar to the steps of flow calibration. Be sure NOT to press the "ADJUST/SAVE" soft 
key during this procedure. To configure the BAM-1020 for the calibration mode flow 
verification: 
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1) Press the “TEST” soft key. 

 
2) Using the right arrow key, move the cursor to the word 'FLOW’ and press the "SELECT" 

soft key. 
 

3) Press the "PUMP ON" soft key and allow the pump to run for several minutes (the 
cursor will automatically move to the 'VOLUMETRIC FLOWRATE' row under the column 
labeled 'REFERENCE'. 

 
‘FLOWRATE' under the ‘BAM' column must read 16.7. 

 
4) At the inlet, remove the PM inlet (s) and measure the standard flow rate through the inlet 

tube. 
 

5) Calculate the volumetric flow rate. The equation to convert standard flow rate to 
volumetric flow is: 

 
Volumetric flow  =   ( std. flow* )( 760 mm Hg )( ambient temp in oK ) 

  ( ambient pressure in mm Hg )( 298 oK ) 
 

*Note: the equation for standard flow used above is: 
 

std flow = [(MFM disp)(MFM cert. slope)] + (MFM cert. intercept) 
 

6) Verify the correct flow rate by repeating steps 1 through 3.  
 
For PM10, the calculated volumetric flow must be ≤ ±10%∆ of 16.7 L/min (between 15.03 
and 18.37 lpm) and within ±7%∆ of the NIST traceable flow standard. 
 
For PM2.5, the calculated volumetric flow must be ≤ ±5%∆ of 16.7 L/min (between 15.86 
and 17.53 lpm) and within ±4%∆ of the NIST traceable flow standard. 
 
 The equation for calculating the percent difference is: 

 
%∆ (design flow). = (Volumetric flow - 16.7)   x   100% 

16.7 
 

%∆ (accuracy) = (Volumetric flow – NIST traceable flow std) x 100% 
NIST traceable flow std. 

 
7) Press the "EXIT" soft key (pressing the "EXIT" soft key will automatically turn off the 

pump). 
 

9.3.2 Temperature Sensor Verification 
To verify the BAM-1020 external AT sensor: 
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1)  Press the "TEST" soft key. 

2) Using the right arrow key, move the cursor over to the word 'FLOW’ and press the 

"SELECT" soft key. 

3)  Compare the BAM-1020 temperature value listed on the row to the right of ‘AMBIENT 

TEMPERATURE', under the column labeled 'BAM'. 

4) Record and calculate the % difference (%∆) from the ambient certified temperature 

transfer standard value.  %∆ must be within ± 4oC of the NIST traceable temperature 

standard. 

5)  Remain in this screen for ambient pressure verification or press the "Exit" 

9.3.3 Barometric Pressure Verification: 
To verify the BAM-1020 external OT sensor: 
 

1) Press the "TEST" soft key. 

2) Using the right arrow key, move the cursor over to the word 'FLOW’ and press the 

"SELECT" soft key. 

3) Compare the BAM-1020 internal barometric pressure value listed on the row to the right of 

'BAROMETRIC PRESSURE', under the column labeled 'BAM'. 

4) Record and calculate the %∆ from the certified pressure transfer standard value. %∆ must be 

within ± 10 mmHg of the certified pressure standard. 

5) Press the "EXIT" soft key. 

9.3.4 Clock/Timer Verification: 
Compare the date and time of the BAM-1020 clock display to a clock of known accuracy. If the 
date and time of the BAM-1020 do not agree within ± 1 minute of NIST Alaska Standard Time 
(AST), adjust the BAM-1020 to match NIST AST. The BAM-1020 clock should be set as close as 
possible to NIST AST (within 10 seconds).  
 

10.0 Data Validation 

10.1 BAM-1020 Data Validation Procedures 
Data validation is the process by which the sample data collected is reviewed and approved by 
field and QA/QC personnel to ensure the data meets all of the required collection criteria for the 
method. 
 
For the BAM 1020, the required collection criteria breaks up into a few different categories: 
 
Sampler siting 
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Sampler set-up 
Sampler operations and maintenance 
One point quality control (QC) checks 
Audits 
Data retrieval 
Data reporting 
 
Sampler Siting 
Siting criteria for PM10 and PM2.5 monitors are summarized in the table below with references to 
more detailed siting information.  
 

PM10 and PM2.5 Siting Criteria 
Inlet Clearance clearance from obstructions to 

sample inlet for low flow 
samplers (<16.7 lpm) 

> 1meter from obstructions 
> 1 meter between other Low-
Vol samplers 

CFR 40, part 58, Appendix E 

  clearance between High-Vol 
and Low-Vol sample inlet 

> 2 meters from Hi-Vol  
samplers (1.13 m3/min) 

CFR 40, part 58, Appendix E 

Inlet Clearance for Collocation 
between Low-Vol Samplers 

1 to 4 meters  CFR 40, part 58, Appendix E 
QA handbook 2.12 

Inlet Clearance for Collocation 
between  High-Vol and High 
Vol –and Low-Vol Samplers 

2 to 4 meters  CFR 40, part 58, Appendix E 

Inlet Height Sample inlet height above 
ground 

Minimum 2 meters 
Maximum of 15 meters 

flag, re-site sampler 
appropriately 

Sampler set-up 
To meet the PM10 Federal Equivalent Method minimum requirements for the Met One Bam 1020 
(EQPM-0798-122), the BAM 1020 PM2.5 continuous method, and to be suitable for use in 
Alaska’s climate, the Met One BAM 1020 must be configured as follows: 

Sampler Set-up criteria 
PM10 Sampler Inlet BX-802 PM10 Head  40 CFR, parts 50 and 53 
Operation Collection Time Frame 1 hr average (recommended)  40 CFR, parts 50 and 53 
Filter exchange Frequency One (1) per hour  40 CFR, parts 50 and 53, EQPM-

0798-122 
Filter Tape Type Glass Fiber  40 CFR, parts 50 and 53, EQPM-

0798-122 
Range 1.000 milligrams/cubic meter  40 CFR, parts 50 and 53, EQPM-

0798-122 
Inline heater BX-827 smart heater 

(recommended, however other 
means may be used to maintain 
required shelter temperature range) 

Note:  unless specific exemption 
granted by DEC for operating 
without heater due to site-specific 
environmental conditions 

40 CFR, parts 50 and 53, EQPM-
0798-122 

Shelter Enclosure Heated shelter/enclosure 
Note: BAM shelter enclosure 
must be maintained between 0°C 
and 40°C. 

BAM 1020 housed inside 
weatherproof temperature-
controlled enclosure maintained 
within 0o – 40oC 

 

Ambient Temperature Sensor Met One BAM OT sensor  40 CFR, parts 50 and 53, EQPM-
0798-122 

Sample Pump Time 50 minutes  40 CFR, parts 50 and 53, EQPM-
0798-122 

PM2.5 Sampler Inlet Sharp cut cyclonic inlet   

 
Sampler Maintenance and Operations 
To insure the data collected is of acceptable quality, the following maintenance schedule must be 
adhered to. This schedule represents the minimum requirements for maintenance. At some sites 
it may be necessary to perform cleaning or other field checks on a more frequent schedule.  

Maintenance 
Cleaning Shelter Interier 1/month   
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Cleaning Inlet Head 1/qtr BAM 1020-9800 Manual 
Rev E 

Page 95 
 

 

Cleaning Inlet Down Tube 1/qtr   
Cleaning Nozzle and Vein 1/month 

Or as determined by leak checks 
BAM 1020-9800 Manual 

Rev E 
Page 96 

10.1.3 step 4 
 

 

Tape Replacement 1 Every Two Months BAM 1020-9800 Manual 
Rev E 

Page 31 
Section 4.7 

 

 

Pump Muffler Replacement semiannual BAM 1020-9800 Manual 
Rev E 

Page 96 
10.1.4 step 1 

 

 

Pump Rebuild 12 to 24 months  See Tech Note # 5 
Internal Pisco Filter  Check 1/year 

(replace as needed). 
BAM 1020-9800 Manual 

Rev E 
Page 37 

(for picture of location) 
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Operations 
Temp calibration At start up 

1/yr 
≤ ± 4oC BAM 1020-9800 Manual 

Rev E 
Page 69 

 
One Point Temperature 

Check 
1/month ≤ ± 4oC  

Pressure calibration At start up 
1/year 

≤ ±10 mmHg BAM 1020-9800 Manual 
Rev E 

Page 69 
 

One Point Pressure Check 1/month ≤ ±10 mmHg  
Flow calibration At start up 

1/year 
≤ ± 2% of indicated flow 
≤ ± 2% of design (16.7 

lpm) 

BAM 1020-9800 Manual 
Rev E 

Page 69 & 95 
One Point Flow Check 

PM10 
1/month ≤ ± 7% of indicated flow 

≤ ± 10% of design flow 
 

One Point Flow Check 
PM2.5 

1/month ≤ ± 4% of indicated flow 
≤ ± 5% of design flow 

 

Leak check At start up 
 & 

 1/quarter  

< 1.5 LPM BAM 1020-9800 Manual 
Rev E 

Page 33 
 

One Point Leak Check 1/month < 1.5 LPM  
Time check 1/month +/- 1 minute of 

NISTAlaska Standard 
Time (AST) 

 

Datalogger verification 
(PM 2.5) 

At start up 
1/yr 

+/- 3 ug/m3 See Tech Note 6 
(Under development) 

Download data and error 
logs 

1/week 
and/or 

at error indication 

 See Tech Note # 7 
(Under development) 

 
As part of the sampler operations, it is mandatory that field operators maintain calibration 
standards/equipment used to check the sampler in good working order. It is also mandatory that 
these standard certifications are current and represent the expected range of use (e.g. temperature 
standards certified over expected average minimum low to average maximum high). 
 

Standards Traceability 
Temperature Standard Certification 

1/year to NIST 
± 0.1o C resolution, 
 ± 0.5o C accuracy 

Vo II Part 2.11.1 

Pressure Standard Annually referenced against 
standard of known accuracy 

± 1 mm Hg resolution, 
 ± 5 mm Hg accuracy 

Vo II Part 2.11.1 

Flow Transfer Standard 1/year 
multipoint certification against 

NIST traceable standard 
volume meter 

+/- 2% of standard  

Time Transfer Standard 1/qtr 
Checked against NIST Alaska 

Standard Time (AST) 

+/- 10 seconds  
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Audit 
Leak Check Audit 1/6 months – SLAMS/SPM 

1/qtr - PSD 
< 1.5 LPM  

Temperature Audit 1/6 months – SLAMS/SPM 
1/qtr - PSD  

≤ ± 4oC  

Pressure Audit 1/6 months – SLAMS/SPM 
1/qtr - PSD  

≤ ±10 mmHg  

PM10 Flow Audit 1/6 months – SLAMS/SPM 
1/qtr - PSD  

≤ ± 7% of indicated 
≤ ± 10% of design 

 

PM2.5 Flow Audit 1/6 months – SLAMS/SPM 
1/qtr - PSD  

≤ ± 4% of indicated 
≤ ± 5% of design 

 

 
Data Retrieval 
Data retrieval is the responsibility of the field operator. The data retrieval must be done at a 
frequency that will insure that the health concerns and/or sampler errors can be identified and 
appropriate action taken. This should be done on a daily basis. If possible, the data downloads 
should be done automatically over a modem or other type of communications equipment.  
Modern communications systems are not infallible; therefore, data collected via a 
communications program should be verified and checked against a direct download of the same 
data.  

Data Retrieval 
Data downloads via 

communications system 
daily   

Data downloads via direct 
connection 

monthly   

Download of Error log 1/week and 
as errors are identified 
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Data Reports 
Once each quarter all of the data collected must go through a thorough QA/QC process. The data 
is then formatted into an AQS text file suitable for input to the EPA AQS Data Base. The data 
files must be checked to insure they include the following information. 

Data Reports 
Station ID    

Sample Date & Time    
Sample time frame Midnight to midnight, (std time) 

(00:00 - 23:00 +/- 1hour) 
Each hours data identified 

by beginning hour  
 

Sample Run Time 23 to 25 hours   
Filter change/advance Set for hourly   

0 mass filter count Set for hourly   
Filter mass measurement 1 hr avg. 

(minimum of 45 minutes per hour) 
24 hr averages 

(00:00 through 23:00 std time) 

  

Flow Rate Design 
(Volumetric) 

16.7 m3/min. +/- 5% 
(between 

0.876 m3/hr  and 0.793 m3/hr 
in report) 

 

  

Mass concentration (actual)    
(For PM10) External Daily avg Ambient Temp 

& Press or seasonal avg T & P to 
calculate ug/m3 STD 

  

Data Reporting Check for Abnormal Values   
 Check for Appropriate Validation 

Flags 
  

Appropriate Site & Method Code   
Compare Data collected via 

telecommunications against direct 
downloads 

100 % of the data should be 
checked 

Make corrections as needed 
 

Data Capture  Per Quarter > 75% 
Per Day +/- 1 hr 

Per Hour > 45 minutes 

  

One Point QC Checks 1/month 
(an audit or a calibration can be 
used as a substitute for a One 
Point Flow, Temperature and 

Pressure Checks) 

If the Check indicates an 
error, flag data as needed 

 

Audits 
Insure the audit report is 

contained in the data report 

 If the audit identifies any 
problems insure corrective 
action was taken and flag 

data as needed. 
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11 BAM-1020 FEM 

11.1 BAM-1020  
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Tech Note # 1 
 
Removing BAM from shelter. 
 

Met One BAM 1020 Removal for Maintenance Procedures 
 
The following is a guide that describes the steps required to perform maintenance on the BAM 
1020 sampler if access to the internal components is necessary.  This guide describes the steps 
necessary for a BAM sampler that is located inside of a small enclosure. 
 
Step 1. For this type of enclosure (old style) it is necessary to open the hatch located on the back 
of the shelter. (Typically 6 flat head screws.) This will allow access to the back of the BAM 1020 
where the power on/off switch is located. It will also allow for access to the power plug, pump 
hose connection, ground connection, pump control connection, and temperature sensor 
connection. 
 
Step 2. Unplug the power from the sampler. 
 

Note:  A picture of the back of the BAM 1020 can be found on page 29 of the 
operations manual, BAM-1020-9800 Rev E. 

 
Step 3. Remove the pump tubing from the quick disconnect on the back of the sampler. To do 
this, first push in on the tubing. Next, place a wrench on the collar at the base of the tubing so it 
will not move outward. Remove the tubing.  
 

Note: This may take a couple of tries. For best results use an open end wrench that 
is the same size as the outer diameter of the tubing. Firm inward pressure will need 
to be maintained on the collar while pulling on the tubing. 
 

Step 4. Remove the ground wires from the grounding terminal.  
 
Step 5. Remove the pump control wires. 
 
Step 6. Remove the ambient temperature wires from terminal 6. (Note the terminal position, wire 
color and screw identifier for reassembly) 
 
Step 7. Remove communication cable from RS232 connection. 
 
Step 8. Remove the external temperature probe connector. 
 

Note: If there are any additional connections they will all have to be removed (i. e. 
met sensors). You should make note of all of the connections by terminal position 
and color. There is a description of the different connections on page 110 of the 
operations manual, BAM-1020-9800 Rev E. The ambient temperature configuration 
is figure 61.  
 

Step 9. Loosen the nut on the down tube located on the top front of the shelter. Remove                 
the PM head(s) and slide the down tube up far enough so that the BAM can be removed. 
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Step 10. Remove the flat head screws located on the front side of the BAM.  
 
Step 11. Remove the BAM from the shelter. 
 
Step 12. Remove all of the cross tip screws that hold the cover on the BAM 
 

Note 1: The BAM sampler should not be open to environmental conditions that may 
cause damage to the internal components. (e.g. rain, dust) 
Note 2: When working inside the BAM unit the technician should use caution to 
avoid shock and should be properly grounded. 
 

To re-install the sampler, follow steps 11 through 1. 
 

Note: The ambient temperature sensor MUST be connected to terminal block 6. 
 
Once the sampler has been re-installed, run a self test of the system. There is a picture of the 
sampler menu hierarchy on page 28 of the operations manual, BAM-1020-9800 Rev E. 
 
If all is well, the last step will be to put the sampler in the operate mode. 
 

Note 1: It is very important to leave the sampler in the operate mode. If this is not 
done the sampler may not restart and it may not be possible to use the 
communication port.  
Note 2: The sampler will not start sampling until the top of the next hour. 



Met One BAM 1020 SOP   page 33 of 53 

Tech Note # 2 
 
BAM 1020 Calibration. 
 

Met One BAM 1020 Calibration Procedures 
(Using a Tri-cal) 

 
The following is a brief description of the BAM 1020 calibration procedure. 
 
If the sampler has been operating it will need to be taken out of the operate mode. 
  

Things to consider: The BAM 1020 collects 50 minutes of data each hour. So if the 
current time is just before the top of the hour you may want to let the sampler finish 
that hour’s data collection cycle before starting the calibration procedure.  By doing 
this there will be one hour of missing data for the day vs. two hours. 
 

There is a picture of the sampler menu hierarchy on page 28 of the operations manual, BAM-
1020-9800 Rev E.  
 
The first thing that needs to be done when performing a calibration of the BAM 1020 is a leak 
check. This procedure can be found on page 33 of the operations manual, BAM-1020-9800 
REV-E.  This is done to insure the flow through the sampler is not being compromised due to a 
leak. Leaks can be generated from several areas, but the most common cause is the filter tape 
fiber that builds up on the tape support nozzle. A nozzle cleaning procedure can be found on 
page 35 of the operations manual, BAM-1020-9800 Rev E. 
 
The next step is to verify the ambient temperature and the ambient pressure are accurate. This 
procedure can be found on page 69 of the operations manual, BAM-1020-9800 Rev E (we use 
the BAM in the Volumetric Flow configuration). To get to the “Actual Flow Calibration Mode” 
you will have to input a password. The password for this system is “F1, F2, F3, F4”.  
 
Once the temp and pressure have been set and/or verified a flow check can be done. This 
procedure can be found in the operator manual, BAM-1020-9800 Rev E page 67. 
 

Note: It will not be possible to move the cursor to the “Volumetric Flowrate” area 
until the pump has been turned on. Once the pump has been turned on the curser 
will automatically move to the flowrate line.  

 
It may take several attempts to get the “BAM” reading to be the same as the “REFERENCE” 
reading (+/- 1%). Once you have a reading on the BAM that agrees with the transfer standard 
you have completed the calibration process. 
 
It is important that you do a self test and if the system passes put the BAM in the operate mode 
before leaving. 



Met One BAM 1020 SOP   page 34 of 53 

Tech Note # 3 
 
Temperature Sensor Installation 
  

BAM 1020 Indoor Temperature Sensor Connection 
 
The following is a description of what is necessary to install a temperature sensor to the Met One 
BAM 1020. 
 
Met One Sensor 
If a Met One sensor is to be used, be sure it is compatible with the system it is connecting to. 
Early versions of the BAM 1020 used higher voltage inputs for temperature probes. The newer 
BAM 1020’s with the BX- 964 translator use different temp sensors with different input voltage 
requirements. 
 
Both the -30 to +50 and the -50 to +50 Met One sensors should connect directly to the back of 
the BAM unit. The wire connection specifics can be found in the BAM manual in Appendix F. 
When using these probes, make sure the BAM channels to be used are programmed to “Auto 
Detect” and the AT, Model, and Units information is correct. If there is a problem with the Auto 
Detect the BAM can be set to the Manual mode and the information can be programmed 
manually. 
Note: Channel 6 must be used for the ambient temperature. 
 
R M Young Sensor 
This example will use a R M Young style temperature sensor. Any temperature sensor can be 
used as long as the output is scaled 0 to 1 vdc (max 0 – 2.5 vdc) and the temperature range of the 
sensor is known (example -50 to +150 oC). For the R M Young style of sensor, this information 
can be determined by checking the decal located just under the cap on the inside edge on the 
temperature probe. 

 
The information found on the decal is model number, temperature range and voltage range. The 
serial number should be stamped on the outside of the temperature probe casing. If the decal is 
missing, the information needed to set up the temperature probe can be found through R M 
Young using the serial number. It is important that all of this information be known before 
starting the connection process. 
 
Within the R M Young temperature probe assembly is an electrical wire connection strip. On the 
electronics board it is connected to, there are wiring identification labels (example: +PWR, REF, 
EARTH GND, TEMP, RH) stamped under each connection opening. The +PWR is for the 
positive input power that is needed to operate the temperature sensor. It is important that this 

Decal Location 
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voltage be within the specified requirements for the probe being used. This information can be 
found in the manual provided with the sensor. Each manual is identified by sensor model number 
and the input voltage information is most commonly found on the sensor schematic in the 
notations. The REF is for the ground side of the power being supplied to the temperature probe. 
Both of these wires would come from the same power supply. The EARTH GND should be 
connected to the earth ground on the back of the BAM. TEMP is the output of the temperature 
probe and should be connected to the back of the BAM unit on the connection marked as SIG. 
The RH will not be used in this example.  
 
The only connection left is at the back of the BAM unit just below where the SIG connection 
was made. The COM connection is made using the same source as the REF connection. 
 
BAM Channel Set up 
The next step is to program the BAM input channel. This is covered in the BAM manual in 
appendix F. The information required to do this is: 
 Type: AT for ambient temp or possibly RT for room temp 
 Model: Model number of sensor being used 
 Units: oC or oF (as specified by manufacturer of the probe) 
 Range: 0 to 1 vdc or as specified by the probe manufacturer 

Mult: this is calculated by determining the difference between the min and max of the 
probe (e.g. – 50 to + 50 probe has a multiplier of 100) 
Offset: This is determined by the minimum temperature range of the probe 
FS: This is determined by the full scale voltage output of the temp probe 
S/V: Scalar/Vector (always Scalar except when used in conjunction with wind direction 
Inv Slope: N 
 
PREC: is for precision, i.e. the number of decimal points. 
 

Once the temperature probes have been installed they will need to be checked against a known 
temperature standard. A minimum of three points should be used and should be representative of 
the expected temperature range that will be encountered. As a minimum, for an ambient 
temperature probe, an ice slurry at about zero degrees Celsius is a mid-point that 
approximates the seasonal temperature for the area and a max point that represents the 
seasonal high temperature for the area.  
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Tech Note # 4 
 
BAM Filter Motion

Sample

Inlet

Emitter

Counter

Sample

Inlet

Sample

Inlet

Sample

Inlet

Sample

Inlet

Counter

Counter

Counter

Counter

Emitter

Emitter

Emitter

Emitter

Io - Pre-sample zero reading

Begins 5 min before the top of the hour

I1 – Sampling has began (red)

Zero calibration check starts (gray)

Begins at the top of  the hour

I2 – Sampling continues (red)

Foil check begins

Begins at  5 mins after the top of the hour

After 50 min sample period

Concentration Measurement

Begins at 10 min before the top of the hour

Io – New pre-sample zero reading

Begins 5 min before the top of the hour 

 
  



Met One BAM 1020 SOP   page 37 of 53 

Tech Note # 5 
Pump Rebuild 
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Tech Note # 6 
 
Verifying External Data Logger  
 
If an external data logger is being used to record the concentrations from the BAM 1020 it must 
be checked to insure the data it is collecting is comparable (time collected and concentration 
level) to the data that is being generated by the BAM 1020. The BAM 1020 can be set to record 
data in two different modes.  
 Standard mode: 

In the standard mode the 50 minute sample collected between hour 01:00 and 
02:00 is measured during the last five minutes of the hour. This 50 minute sample 
will then be recorded as the 02:00 hr concentration in the internal data logger. The 
analog output will represent this concentration as a voltage output for the hour 
02:00 to 03:00 (as a steady voltage equal to the concentration level).This means 
there will be a 1 hour difference between the data file of the external data logger 
and the BAM internal data logger. 

 Early Mode: 
The BAM 1020 can also be set to collect data in an early mode. In this mode the 
BAM 1020 collects the sample in the same manner as in the “Standard Mode”. 
The concentration measurement taken during the last 3 to 4 minutes of the hour is 
recorded in the internal data logger for the 02:00 hour. At the analog output this 
measurement is only there for a 3 to 4 minute period of time. Assuming the 
internal data logger and the external data logger clocks are set to the same time, 
the external data logger can be set to collect data for only a period of 2 to 3 
minutes at the end of the 01:00 hour (example 01:56 through 01:59). That data 
will be recorded by the external data logger as the 02:00 hourly average. 

 
Section 8 (Communications) of the BAM 1020 manual identifies the switch selectable options 
for the analog outputs of the BAM. The external data logger must be set to match these settings.  

Example: Analog output of BAM 1020 “SW1 ON” and “SW2 ON” would mean the 
external data logger could be set to measure either 0-10 volts dc full scale or set to 
measure 4-20 milliamps full scale. In this example, the 0-10 volts dc full scale is used. 
Once the external data logger is set for the correct voltage scale, the corresponding 
concentration full scale is set. To meet PM10 FEM requirements, the external data logger 
would be set for a 0.00 milligram/cubic meter (mg/m3) to 1.00 mg/m3 full scale.  

 
Section 7.6 (Test DAC Output) of the BAM 1020 manual describes the steps required to test the 
analog outputs and the external data logger set up.  
 
If the external data logger is set up properly, an output voltage from the BAM 1020 analog 
output can be set and the corresponding concentration can be calculated to determine what 
should be displayed for that channel on the external data logger. 
  Example: 0 volts analog output should equal 0.00 mg/m3 at the external data logger. 
      5 volts analog output should equal 0.50 mg/m3 at the external data logger. 
     10 volts analog output should equal 1.00 mg/m3 at the external data logger. 
A minimum of five points evenly spaced across the range should be tested and recorded.  
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Tech Note # 7 
 
Data downloads 
 
For the BAM 1020, there are several types of data that must be downloaded and saved as part of 
the permanent record. 

a) Data information (this includes all of the site info, date, hourly concentrations, 
hourly temperature, hourly pressure and flow.)    

b) Error log information 
c) Sampler configuration information.  

All of this information can be collected via a Windows program called “HyperTerminal”. To 
access the HyperTerminal program (Windows XP version), click 
“Start/Programs/Accessories/Communications/HyperTerminal”. This will open the 
HyperTerminal program.   
Note: if you have already setup the site at a pervious time, you can select the site from the pull 
down screen for HyperTerminal.  
 
In the first screen that pops up, enter a site name and pick an appropriate icon. 

 
 
 
In the second screen, you can input the phone number and choose the connection type. If this is a 
direct connection, leave the phone number area blank. For this example we are using an external 
U.S. Robotics 56K modem. Notice that in the phone number area we put in the prefix number 
required for an outside line. 
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From the next screen you could dial the number, but first set up the rest of the communications 
information. 

 
 
If you click on the “Modify” button the following screen will pop up. In this screen you will 
want to un-check the “Use country/region code and area code” 
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The screen should now look like this: 
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There are no setting changes that need to be made under the “Settings” tab so the next thing to do 
is “Configure” the “Connect using”. 
After pushing the “Configure” button, the following screen will pop up. For most applications it 
should be set up as shown here. The important thing to remember is that the HyperTerminal 
program for this site must be set up to the same Port Speed and the flow control must be set to 
None. 

 
 
Under the “Advanced” tab the settings must read as follows: 
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The HyperTerminal program is now ready to communicate with the site. Close the top two 
windows and return to the “Connect” window. Press the dial button and 

 
 
once the communications link is made this screen should pop up. It will be necessary to press the 
“Enter” key at least three times to get the “*” to appear. 
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When the “*” is displayed, type in a “?”. The screen will now display the download options. 
Prior to downloading the data you want to record, you must turn on the “Capture” option for 
Hyperterminal. This is done by selecting “Transfer” then selecting “Capture text…” from the 
pull down screen. Choose the file location to store the data and press the “Start” button. 
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The program is now ready to download and save the information stored on the BAM 1020.  
Note: On occasion it will be necessary to re establish the icon link. This is done by pressing the 
“Enter” key several times until the “*” icon re-appears. 
 



Met One BAM 1020 SOP   page 53 of 53 

Tech Note # 8 
 
Converting the PM10 volumetric concentrations to Standard concentrations 
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